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 This study attempts to provide better methods to estimate amount of solid precipitation more accurately by using some disdrometers which 
measure sizes and fall velocities of all precipitation particles passing through the laser beam. The observation of snow particles was carried out 
in 2011/2012 and 2012/2013 winter seasons for dry snow as diamond dust at Rikubetsu/Hokkaido in northern part of Japan. The mass of each 
particle was given with the function of particle diameter and fall velocity, and it turned out that the method to estimate snowfall rate from the 
total is more exactly. But it became clear that a small particle less than 1 mm cannot be measured, and it was suggested that a large error arises 
















年 3 月の 2 冬間に北海道陸別で観測を行った。
用いた測器は、3 種類の異なる光学式降水粒子検
出器(Thies Laser Precipitation Monitor(LPM)、
OTT parsivel 、 新 潟 電 機 Snow Particle 
Counter(SPC))である。各測器の仕様を表 1 に示
す。LPM と Parsivel は、粒径と落下速度を測定
できるのに対し、SPC は粒径のみが測定される測
器である。また、検出面積は LPM と Parsivel は








光学式雨量計から推定した降雪強度の一例を図 1 に示す。この図は 2011 年 11 月から 2012 年 3 月までの AMEDAS
表１ 光学式降水粒子検出器の仕様 
機種 粒径 落下速度 検出面積 
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